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ISO 8178–1 (incorporated by reference in 
§ 1065.1010). 

§ 1065.135 NOX analyzers. 

This section describes the require-
ments for chemiluminescent detectors 
(CLD) used to measure NOX. Good engi-
neering practice may require the use of 
other detectors. 

(a) A CLD must meet the following 
requirements: 

(1) Make sure your CLD meets the ac-
curacy and precision specifications in 
ISO 8178–1 (incorporated by reference in 
§ 1065.1010). 

(2) The NO to NO2 converter must 
have an efficiency of at least 90 per-
cent. 

(3) Use an overflow sampling system 
for continuous CLDs. (In an overflow 
system excess zero gas or span gas 
spills out of the probe when you are 
doing zero or span checks.) 

(4) You do not need a heated CLD to 
test spark-ignition engines. 

(b) Using CLDs is generally accept-
able even though they measure only 
NO and NO2, since conventional en-
gines do not emit significant amounts 
of other NOX species. 

§ 1065.140 CO and CO2 analyzers. 

This section describes the require-
ments for non-dispersive infrared ab-
sorption detectors (NDIR) to measure 
CO and CO2. 

(a) The NDIR must meet the applica-
ble accuracy and precision specifica-
tions of ISO 8178–1 (incorporated by ref-
erence in § 1065.1010). 

(b) The NDIR must meet the applica-
ble quench and interference require-
ments of ISO 8178–1 (incorporated by 
reference in § 1065.1010). 

§ 1065.145 Smoke meters. [Reserved] 

§ 1065.150 Flow meters. 

(a) Flow meters must have accuracy 
and precision of ±2 percent of point or 
better and be traceable to NIST stand-
ards. 

(b) You may correct flow measure-
ments for temperature or pressure, if 
your temperature and pressure meas-
urements have accuracy and precision 
of ±2 percent of point or better (abso-
lute). 

§ 1065.155 Temperature and pressure 
sensors. 

(a) Except where we specify other-
wise in this part, must meet the appli-
cable accuracy and precision specifica-
tions of ISO 8178–1 (incorporated by ref-
erence in § 1065.1010). 

(b) Use good engineering judgment to 
design and operate your temperature 
and pressure measuring systems to 
minimize delays in response time and 
avoid hysteresis. 

Subpart C—Test Fuels and 
Analytical Gases 

§ 1065.201 General requirements for 
test fuels. 

(a) For all emission tests, use test 
fuels meeting the specifications in this 
subpart, unless the standard-setting 
part directs otherwise. For any service 
accumulation on a test engine, if we do 
not specify a fuel, use the specified test 
fuel or a fuel typical of what you would 
expect the engine to use in service. 

(b) We may require you to test the 
engine with each type of fuel it can use 
(for example, gasoline and natural gas). 

(c) If you will produce engines that 
can run on a type of fuel (or mixture of 
fuels) that we do not specify in this 
subpart, we will allow you to test with 
fuel representing commercially avail-
able fuels of that type. However, we 
must approve your fuel’s specifications 
before you may use it for emission 
testing. 

(d) You may use a test fuel other 
than those we specify in this subpart if 
you do all of the following: 

(1) Show that it is commercially 
available. 

(2) Show that your engines will use 
only the designated fuel in service. 

(3) Show that operating the engines 
on the fuel we specify would increase 
emissions or decrease durability. 

(4) Get our written approval before 
you start testing. 

(e) We may allow you to use other 
test fuels (for example, California 
Phase 2 gasoline) if they do not affect 
the demonstration of compliance. 

§ 1065.205 Test fuel specifications for 
distillate diesel fuel. 

(a)(1) There are three grades of #2 
diesel fuel specified for use as a test 
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